Failed valve-in-valve transcatheter mitral valve implantation

Giuseppe Bruschi*, Luca Botta, Pasquale Fratto and Luigi Martinelli

*A. De Gasperis’ Cardiology and Cardiac Surgery Department, Niguarda Ca’ Granda Hospital, Milan, Italy

* Corresponding author. A. De Gasperis’ Cardiology and Cardiac Surgery Department, Niguarda Ca’ Granda Hospital, Piazza dell’Ospedale Maggiore 3, 20162 Milan, Italy. Tel: +39-02-64442565; e-mail: giuseppe.bruschi@fastwebnet.it (G. Bruschi).

Received 27 November 2013; accepted 5 December 2013

**Keywords:** Bioprosthesis • Transcatheter valve • Reoperation • Mitral disease

A 73-year old man underwent trans-septal anterograde implantation of a 26-mm Sapien-XT valve (Edwards Lifesciences, CA, USA) to treat a degenerated 27-mm Carpentier-Edwards bioprosthesis. During the follow-up, the patient experienced severe haemolysis with moderate-to-severe inter-valvular leak, and fluoroscopy revealed possible incomplete apposition of the Sapien-XT (Fig. 1). Reoperation was preferred and a mechanical 25 mm prosthesis implanted.

![Figure 1](image-url)

*Figure 1:* Moderate-to-severe inter-valvular leak at echocardiography (A and B). Possible incomplete apposition of the Sapien XT inside of the Carpentier-Edwards bioprosthesis at fluoroscopy (C). Sapien XT removal at surgical reoperation (D). Post-explant assessment of the valves (E and F) showing the implanted 26-mm Sapien XT valve inside the mitral bioprosthesis; transillumination of the prosthesis revealed two major areas of valve-in-valve incomplete apposition (G).

© The Author 2014. Published by Oxford University Press on behalf of the European Association for Cardio-Thoracic Surgery. All rights reserved.