Funding
Part of this study was funded by a research grant from the Northern Norway Regional Health Authority.

Transparency declarations
None to declare.

References
Hinton broth following the standard ISO method 20776-1:2006, and these results were considered the reference standard against which all other results were compared. Temocillin Etests were used according to the manufacturer’s instructions. Susceptibility to temocillin using the Phoenix system was determined according to BSAC breakpoints for Enterobacteriaceae for systemic infections (susceptible if MIC ≤8 mg/L).

If the Etest or Phoenix results were within a 2-fold dilution of the BMD MIC for an isolate, the methods were deemed as being in agreement. Unless the Phoenix result advised a retest, e.g. due to insufficient growth, the first test results were used for the evaluation and comparison of the different antimicrobial susceptibility testing (AST) methods. Disagreements between BMD and the Etest or Phoenix methods were then subjected to further investigation by repeating the Phoenix test in duplicate.

Etest MICs showed good correlation with those obtained by BMD—they were within one doubling dilution in 93.6% of isolates. Overall, there appeared to be discrepant results between the Phoenix system and one of the alternative susceptibility methods for 102 isolates (97 deemed intermediate by Phoenix and 5 deemed resistant) and a discrepancy between Phoenix and both other methods in 93. Therefore, Phoenix AST was repeated, in duplicate, for the 102 isolates to confirm or refute the original Phoenix result.

Of these 102 isolates, the second and third Phoenix AST results were consistent with the original result for 88 (86.3%). However, for 17 (16.7%) samples, the initial Phoenix AST result was not consistent between runs—these results were therefore excluded from our analysis.

Of the 264 remaining isolates, 246 were proven to be susceptible using BMD (MIC ≤8 mg/L) and concordant results were found by Etest in 236 (95.9%). However, the Phoenix system declared only 162 (65.9%) susceptible. Seventeen isolates were ‘susceptible only for UTI’ (MIC >8 to ≤32 mg/L) by BMD and 26 by Etest. In comparison, far more were categorized as ‘susceptible only for UTI’ by Phoenix—96. Only one isolate was found to be resistant (MIC >32 mg/L) by the reference method, and two by Etest, whereas six were declared resistant by the Phoenix method. Table 1 summarizes the results for temocillin susceptibility for all three methods.

In conclusion, this study indicates that ‘susceptible’ results produced by the Phoenix system, using the NMIC-84 card according to the manufacturer’s recommendations, are reliable. However, the majority of isolates found to be ‘susceptible only for UTI’ and ‘resistant’ by Phoenix were actually fully susceptible (MIC ≤8 mg/L) as determined by the reference method. We therefore recommend that isolates categorized as such be retested using another method.

A similar observation has been made with the Vitek 2 system (bioMerieux, Marcy l’Étoile, France), albeit with a lower frequency of error. The reason for the high level of discrepancy between Phoenix and BMD or Etest remains speculative, but could be due to instability of the temocillin within the Phoenix panels.

### Acknowledgements
We would like to thank Dr Guzin Surat for her help in the initial work towards this study and Michelle James for her assistance in using the Phoenix system.

### Funding
Data were generated as part of the routine work of the Royal Free London NHS Foundation Trust and no external funding was received. The temocillin Etests used were provided without charge by Eumedica S.A.

### Transparency declarations
None to declare.

### References

Advance Access publication 14 March 2013

### Pharmacokinetics of maraviroc administered at 150 mg once daily in association with lopinavir/ritonavir in HIV-positive treatment-naive patients

Andrea Calcagno1*, Silvia Nozza2, Daniel Gonzalez de Requena1, Andrea Galli2, Antonio D’Avolio3, Marco Simiele1, Stefania Chiappetta2, Giovanni Di Perri1, Adriano Lazzarin2 and Stefano Bonora1

1. Unit of Infectious Diseases, Department of Medical Sciences, University of Turin, Turin, Italy; 2. San Raffaele Scientific Institute, Milan, Italy

Table 1. Summary of temocillin AST results of 264 isolates comparing the BMD, Etest and Phoenix methods (percentages of total shown in brackets for each method)

<table>
<thead>
<tr>
<th></th>
<th>Susceptible</th>
<th>Intermediate</th>
<th>Resistant</th>
</tr>
</thead>
<tbody>
<tr>
<td>BMD</td>
<td>246 (93.2%)</td>
<td>17 (6.4%)</td>
<td>1 (0.4%)</td>
</tr>
<tr>
<td>Etest</td>
<td>236 (89.4%)</td>
<td>26 (9.8%)</td>
<td>2 (0.8%)</td>
</tr>
<tr>
<td>Phoenix</td>
<td>162 (61.4%)</td>
<td>96 (36.4%)</td>
<td>6 (2.3%)</td>
</tr>
</tbody>
</table>